BODY TEMPERATURE IS an important physiological parameter used routinely in the clinical management of critically ill patients. For both children and adults, it is usually measured manually using rectal, ear, oral, or axillary methods ([@bib3], [@bib37], [@bib40]). In patients with fever, body temperature is assessed frequently, causing constant disturbance to the patients and increasing nursing workload. Automated wireless monitoring of temperature enables nurses and clinicians to monitor a patient\'s temperature continuously without disturbing the patient, enhancing patient comfort and mobility. It also enables readings to be automatically stored, retrieved, and analyzed for trends, saving time and minimizing errors associated with manual recording and analysis.

In view of the worldwide shortage of nurses ([@bib42], [@bib56]) and the ongoing need to improve patient care, KK Women\'s and Children\'s Hospital in Singapore explored the use of an automated wireless system for monitoring body temperature. Developed by Cadi Scientific in Singapore as part of an integrated wireless system for temperature monitoring and location tracking, this system uses a reusable skin-contact thermometer or sensor called the ThermoSENSOR. This thermometer takes the form of a small disc that can be easily adhered to the patient\'s skin, and each disc is assigned a unique radio frequency identification (RFID) number ([Figure 1](#fig1){ref-type="fig"} ). The thermometer measures body temperature continuously and transmits a temperature reading and the RFID number approximately every 30 seconds to a computer or server through one or more signal receivers (nodes) installed in the vicinity of the patient ([Figure 2](#fig2){ref-type="fig"} ).Figure 1(A) The ThermoSENSOR wireless thermometer. The disc has an elliptical cross-section, and the sensing element consists of a metal strip located at the center of the skin-contact side. (B) A ThermoSENSOR, having been placed over the first piece of hypoallergenic adhesive film dressing on the lower abdomen, about to be secured to the lower abdomen by a second piece of the same dressing.Figure 2A setup of the ThermoSENSOR wireless temperature monitoring system. Each sensor transmits data wirelessly to a signal receiver (node) that is within the prescribed transmission range. The signal receiver uploads the data to a central server through the LAN, through which the data can be accessed from computers and other devices that are connected, wirelessly or by wired means, to the LAN. The server can be configured to send out e-mail and short message service (SMS) alerts.

A search of the published literature revealed the use of two types of continuous wireless thermometry systems---one type that measures core temperature using a disposable ingestible capsule ([@bib10]) and another type that measures skin temperature using a disposable dermal patch ([@bib44]). In these systems, temperature readings are transmitted wirelessly at regular intervals to a patient monitor or data recorder. Ingestible thermometers have been used to study the thermoregulation of sports persons and soldiers during physical exercise ([@bib22], [@bib33]) and investigated for use in monitoring body temperature during cardiac surgery ([@bib35]), but they are not suitable for routine monitoring of temperature in young children. The published literature also revealed the use of a skin-contact thermometer that automatically measures skin temperature at predetermined intervals, but its temperature readings are not transmitted wirelessly, are stored in the thermometer, and have to be downloaded to a computer by wired means ([@bib47], [@bib55]). In comparison, although the ThermoSENSOR is also a skin-contact thermometer, its readings are intended to reflect core temperature.

As with any physiological parameter, accurate temperature measurement is critical to accurate patient assessment. For this reason, a study was conducted to evaluate the accuracy of the ThermoSENSOR against ear temperature (ET) and axillary temperature (AT) in a pediatric population. This article reports on this evaluation.

Methods
=======

Test Subjects
-------------

The test subjects consisted of inpatient children from a pediatric ward at KK Women\'s and Children\'s Hospital, Singapore. Children with an implanted pacemaker, those in isolation rooms, and psychiatric patients were excluded. The study protocol was approved by the hospital\'s institutional review board. Consent was obtained from each patient\'s guardian or parents before the study.

The Environment
---------------

KK Women\'s and Children\'s Hospital is the largest hospital in Singapore dedicated to providing care for women, babies, and children. The ward within which the study was conducted is one of the hospital\'s general pediatric medical wards catering to children from birth to 16 years. It has six five-bedded rooms, two isolation rooms, a play area, and a nursing station. Children admitted to the ward represent mainly cases of fever arising from respiratory and gastroenterological infections. An average of 12 new patients are admitted to the ward per day, and their length of stay ranges from 1 to 5 days. On any given day, six to seven nurses provide care to up to 32 patients.

Equipment
---------

Before the study, a ThermoSENSOR wireless temperature monitoring system was installed in the ward. A wireless signal receiver (node) was installed on the ceiling of each of the six five-bedded rooms, one on the ceiling between the two isolation rooms (which were smaller), and one on the ceiling at the play area. These receivers were connected to the hospital\'s local area network (LAN). The system worked in such a way that temperature readings and RFID numbers transmitted by a sensor were received by one or more wireless receivers in the vicinity of the sensor and transferred through the LAN to a personal computer that was also connected, by wired means, to the LAN. This computer was located at the nursing station. Web-based application software designed for use with the wireless system and installed on the computer was used to configure the computer to receive, store, and display the temperature and RFID data. A total of 32 sensors were used for the study.

The ThermoSENSOR uses a thermistor as the sensing element. When in use, the sensor is attached to the patient using a two-layer dressing system that prevents the sensor from coming in direct contact with the skin ([Figure 1](#fig1){ref-type="fig"}). The sensor is water resistant and can be cleaned by immersing it in a cleaning or disinfectant solution. The manufacturer provided the following specifications for the sensor: operating ambient temperature range, 10°C to 50°C; thermistor accuracy, ±0.2°C for temperature range of 32.0°C to 42.0°C; data transmission rate, every 30 seconds on average; radio frequency, 868.4 MHz; typical transmission range, 10 m (unblocked); power source, internal 3-V lithium coin-cell battery; battery life, 12 months (continuous operation); dimensions, diameter of 36 mm, height of 11.6 mm; weight, 10 g without battery; applicable radio equipment standards, ETSI EN 300 220, ETSI EN 301 489.

A Braun ThermoScan ear thermometer, type 6021 (model PRO 4000, Braun, Kronberg, Germany), was used to measure ET. Two units were used for the study. This thermometer model was used throughout the hospital for routine temperature measurement. The manual indicated the following specifications: displayed temperature range, 20°C to 42.2°C (68°F--108°F); operating ambient temperature range, 10°C to 40°C (50°F--104°F); display resolution, 0.1°C or 0.1°F; accuracy for displayed temperature range, ±0.2°C (±0.4°F) for the range 35.5°C to 42°C (95.9°F--107.6°F) and ±0.25°C (±0.5°F) outside this range; measurement time, 3 to 7 seconds; power source, 2 × MN 1500 or 1.5-V AA (LR6) batteries; battery life, 6 months or 1,000 measurements; dimensions, 152 × 44 × 33 mm; weight, 100 g without batteries; applicable accuracy standards, ASTM E1965-98, EN 12470-5.

A Terumo digital clinical thermometer, model C202 (Terumo, Tokyo, Japan), was used to measure AT. Two new units were used for the study. This thermometer is designed for use at the axilla and uses a thermistor as the sensing element. It has two modes of operation: the predictive measurement mode and the direct measurement mode. In the predictive mode, the microprocessor in the thermometer analyzes the rising curve of the temperature detected by the sensor and predicts the body temperature after about 90 seconds, giving a beep upon completion of the measurement. If the thermometer remains in the axilla after this beep, it will switch to the direct mode, in which the thermometer will measure the temperature directly like a standard mercury thermometer and give the temperature reading along with a second beep after about 10 minutes from the start of measurement. The following specifications were obtained from the manufacturer and the instructions for use: measurement range, 32°C to 42°C; operating ambient temperature range, 10°C to 40°C; accuracy, ±0.2°C (95% confidence interval) for predictive mode, ±0.1°C for direct mode, both with respect to a standard mercury thermometer; display resolution, 0.1°C; measurement time, about 90 seconds in predictive measurement mode, about 10 minutes in direct measurement mode; power source, 3-V lithium coin-cell battery; battery life, approximately 10,000 measurements; dimensions, 126 × 16 × 10 mm; weight, 10 g with battery; applicable accuracy standard, EN 12470-3.

Procedure
---------

The evaluation procedure was designed to obtain up to three sets of readings for each patient, each set consisting of an ET reading, an AT reading, and a ThermoSENSOR temperature (TT) reading.

Before performing the first measurement, a ThermoSENSOR was attached to the middle of the left or right quadrant of the lower abdomen, which, depending on the physical size of the child, is about 2 to 6 cm below the navel. This was accomplished by applying a piece of hypoallergenic adhesive film dressing (Tegaderm transparent film dressing, 3M Health Care, St. Paul, MN) to the skin, placing the sensor over the dressing, and overlaying a second piece of the same dressing over the sensor and surrounding area to hold the sensor securely against the skin ([Figure 1](#fig1){ref-type="fig"}). The sensor was then covered with whatever diaper or clothing the patient was wearing. This was done at least 15 minutes before the first measurement to give time for the sensor to warm up to body temperature and for the sensor reading to stabilize.

For each patient, temperature measurements were taken up to three times at the usual times at which the patient\'s temperature was taken. Before each measurement, the Web-based application software on the computer was set to receive, store, and display temperature readings and RFID numbers received through the LAN. Immediately after the measurement start time was recorded on the case report form (CRF), the ET reading was first taken from the left or right ear. This was immediately followed by the predictive-mode AT reading from the left or right axilla. These readings were taken in accordance with the hospital\'s policy and procedure guidelines and recorded on the CRF. Each set of readings for a measurement was taken by only one nurse, and to minimize variability in the procedure, only two nurses were assigned to take temperature readings. The corresponding TT reading was retrieved from the computer after all measurements for the patient were completed.

For any patient who experienced discomfort with the sensor, the sensor was removed and the study discontinued for the patient. This was to ensure patient safety and well-being.

Analysis
--------

The analysis was designed to compare the following paired readings: TT and ET, TT and AT, and ET and AT. Readings were used for analysis as long as any of these paired readings could be formed.

For each measurement, the pattern of TT readings that appeared after the recorded measurement start time was examined. The first available stabilized TT reading that occurred within 5 minutes after the recorded measurement start time was taken as the corresponding TT reading. There were three situations in which there would be no corresponding TT reading. The first situation was when the TT readings were near room temperature, which would indicate that the sensor was not attached to the patient at the time the ET and AT readings were taken. The second situation was when the TT reading was falling toward room temperature, indicating that the sensor had just been removed. The third situation was when the TT reading had not stabilized and was still rising, which would indicate that the sensor had not been given sufficient time to warm up to body temperature before the ET and AT readings were taken.

To provide a quantitative picture of the distribution of the reference readings, the percentage of ET readings in each of the following three ranges was determined: low, \<36.8°C; medium, ≥36.8°C, \<38.0°C; high, ≥38.0°C. These ranges were based on the normal ET range of 35.8°C to 38.0°C established by [@bib11]. A width of 1.2°C, about 54% of the normal range, was arbitrarily used for the medium range. Similarly, the percentage of AT readings in each of the following three ranges was also determined: low, \<35.9°C; medium, ≥35.9°C, \<37.3°C; high, ≥37.3°C. These ranges were based partly on the normal AT range of 34.7°C to 37.3°C established by [@bib12]. A width of 1.4°C, also about 54% of the normal range, was arbitrarily used for the medium range.

The range, mean, and standard deviation of each of the three main groups of readings (AT, ET, and TT) were determined, and the following differences were computed: TT minus ET, TT minus AT, and ET minus AT. Agreement between the paired readings was assessed using mean difference statistics ([@bib6], [@bib7]) and a nonparametric method that uses the percentages of differences within certain limits ([@bib38], [@bib39]). The range, mean, standard deviation, *p* value (two-tailed), and distribution of differences for these three groups of data were then determined. In this analysis, the repeated measurements for each subject were treated as independent measurements. Although this might underestimate the true standard deviations of the differences, the effect was expected to be clinically insignificant because the number of repeated measurements (maximum of two) was considerably lower than the number of subjects ([@bib8]). To assess the validity of this approach, the standard deviations of differences were also computed using a modified Bland--Altman method that takes into account repeated measurements ([@bib8], "Method where the true value varies" section, pp. 575--578). Bland--Altman plots were used to graphically illustrate agreement between the paired readings for the main groups. In addition, a post hoc statistical power analysis based on the computed mean difference statistics for the main groups of readings was performed to assess the adequacy of the sample sizes.

For each of the three main groups of differences, the mean, standard deviation, *p* value, and distribution of readings for each subrange (low, medium, or high) were also determined if there were at least 30 readings in the subrange, the number 30 being to ensure a statistically reasonable estimate of the mean difference. This analysis was intended to assess how the agreement between the paired readings might vary with temperature.

Results {#sec1}
=======

Temperature readings used for analysis came from 109 children aged 6 months to 16 years, distributed as follows: paired TT--ET and paired TT--AT readings, 43 boys, 62 girls, 6.1 ± 4.7 years; paired ET--AT readings, 46 boys, 63 girls, 6.1 ± 4.6 years. The range, mean, standard deviation, and distribution of the temperature readings are summarized in [Table 1](#tbl1){ref-type="table"} . The range, mean, standard deviation, *p* value, and distribution of the differences for the various groups of differences are summarized in [Table 2](#tbl2){ref-type="table"} . Bland--Altman plots for the three main groups of readings are given in [Figure 3](#fig3){ref-type="fig"}, [Figure 4](#fig4){ref-type="fig"}, [Figure 5](#fig5){ref-type="fig"} . All these readings were derived from 316 measurements, of which only 270 had complete sets of readings. Most of the patients had 3 measurements, but for various reasons as summarized in [Table 3](#tbl3){ref-type="table"} , some patients had only one or two measurements, and some of the readings for a measurement were incomplete. The average ambient temperature in the ward was 23°C.Table 1Range, Mean (M), Standard Deviation (SD), and Distribution of Temperature ReadingsParameterQuantityET *n*316 Range35.3°C--40.4°C *M ± SD*37.35°C ± 0.65°C No. of readings  Low range: \<36.8°C42 (13.3%)  Medium range: ≥36.8°C, \<38.0°C233 (73.7%)  High range: ≥38.0°C41 (13.0%)AT *n*315 Range34.9°C--39.8°C *M ± SD*36.91°C ± 0.63°C No. of readings  Low range: \<35.9°C6 (1.9%)  Medium range: ≥35.9°C, \<37.3°C244 (77.5%)  High range: ≥37.3°C65 (20.6%)TT *n*271 Range36.1°C--39.5°C *M ± SD*37.12°C ± 0.54°CTable 2Range, Mean, Standard Deviation, *p* Value (Two-Tailed), and Distribution of Differences Between ReadingsDifference*n*Range (°C)*M* ± *SD* (°C)*p*≤0.5°C (%)≤1.0°C (%)≤1.5°C (%)TT minus ET All readings271−2.6 to +1.3−0.23 ± 0.47\<.00175.396.399.3 Low range: ET \<36.8°C38−0.5 to +1.3+0.31 ± 0.42\<.00173.794.7100.0 Medium range: ET ≥36.8°C, \<38.0°C196−1.2 to +0.8−0.26 ± 0.36\<.00180.698.5100.0 High range: ET ≥38.0°C37−2.6 to +0.3−0.62 ± 0.54\<.00148.686.594.6TT minus AT All readings270−1.8 to +1.4+0.21 ± 0.46\<.00172.296.399.6 Low range: AT \<35.9°C50.5 to 1.1No further computation because *n* \<30 Medium range: AT ≥35.9°C, \<37.3°C212−0.8 to +1.4+0.30 ± 0.41\<.00170.896.7100.0 High range: AT ≥37.3°C53−1.8 to +0.8−0.17 ± 0.42.008283.096.298.1ET minus AT All readings315−0.9 to +2.0+0.43 ± 0.42\<.00161.393.398.7 Low range: ET \<36.8°C42−0.7 to +0.7+0.11 ± 0.33.035688.1100.0100.0 Medium range: ET ≥36.8°C, \<38.0°C232−0.9 to +2.0+0.46 ± 0.38\<.00159.994.899.6 High range: ET ≥38.0°C41−0.4 to +1.6+0.65 ± 0.49\<.00141.578.092.7Figure 3Bland--Altman plot for differences between ThermoSENSOR and ETs (*n* = 271). The limits of agreement are −0.23°C ± 0.47°C (mean ± standard deviation). The lowest point pertains to the third measurement for Patient 88. The continuous line is the linear regression line.Figure 4Bland--Altman plot for differences between ThermoSENSOR and ATs (*n* = 270). The limits of agreement are +0.21°C ± 0.46°C (mean ± standard deviation). The lowest point pertains to the third measurement for Patient 88. The continuous line is the linear regression line.Figure 5Bland--Altman plot for differences between ET and AT (*n* = 315). The limits of agreement are +0.43°C ± 0.42°C (mean ± standard deviation). The highest point pertains to the first measurement for Patient 26. The continuous line is the linear regression line.Table 3Observations Related to Incomplete Data SetsType of ObservationNo. of CasesDescriptionProcedure related25No TT reading was available at the time the ET and ET readings were taken because the ThermoSENSOR either was inadvertently not attached to the patient or was already removed from the patient. Most of these cases happened after the second measurement but before the third measurement.Procedure related9No TT reading was available because the sensor was not given sufficient time to warm up to body temperature. Most of these cases occurred during the first measurement.Patient related2Only one complete set of readings was available because the patient was discharged or transferred to another ward after the first measurement.Patient related1Only two measurements were made because the patient was discharged before the third measurement was performed.Patient related1Only two measurements were made because the patient removed the sensor after the second measurement and refused to have it put back.Patient related1The AT reading for the third measurement was not available because the patient refused to have it taken after the ET reading was taken.Patient related1Only one set of ET and AT readings was available because the patient refused to have the sensor attached to his abdomen.Patient related2The sensor was removed after the patient complained of itchiness. For one patient, one set of ET and AT readings was taken. For the other patient, no readings were taken.Signal reception4No TT reading was available because the receiver failed to receive readings from the sensor.Signal reception1The TT reading for a measurement was excluded from analysis because the first stabilized reading occurred 5.2 minutes after the measurement start time; the analysis included only TT readings that occurred within 5 minutes of the measurement start time.Signal reception1No TT reading was available for the first measurement because of a technical problem with the signal receiver.Computer related3The TT reading was not available because the data file, for some unknown reason, became corrupted during analysis and no backup of the file was available.

The time intervals at which measurements were taken ranged from 5 minutes to 5 hours (163 ± 45 minutes). For four patients, the interval between the first and second measurements was relatively short, ranging from 5 to 17 minutes, for one of two reasons. First, the first measurement was taken just before a shift change and the second measurement just after. Second, the second measurement was taken shortly after the first for verification purposes. For one patient, the interval between the second and third measurements was 5 hours. A total of 271 TT readings were used for analysis. They occurred within 4.7 minutes (0.4 ± 0.5) of the recorded measurement start time, and 93.4% of them (253 readings) occurred within the first minute.

For all measurements considered ([Table 2](#tbl2){ref-type="table"}), the TT readings were on average 0.23°C lower than the ET readings and 0.21°C higher than the AT readings, and the ET readings were on average 0.43°C higher than the AT readings. The standard deviations of differences for these readings were identical to those computed using the modified Bland--Altman method, which takes into account repeated measurements. This confirms the validity of treating all the repeated measurements in this study as independent measurements. The mean differences for the various subranges ranged from −0.62°C to +0.31°C for the TT--ET readings and from −0.17°C to +0.30°C for the TT--AT readings. For all groups of TT-ET and TT-AT readings, the standard deviations ranged from 0.36°C to 0.54°C and the proportions of differences within ±0.5°C, ±1.0°C, and ±1.5°C ranged from 48.6% to 100%. The mean ET--AT differences for the various subranges ranged from 0.11°C to 0.65°C. For all groups of ET--AT readings, the standard deviations ranged from 0.33°C to 0.49°C, and the proportions of differences within ±0.5°C, ±1.0°C, and ±1.5°C ranged from 41.5% to 100%. All the *p* values were less than .05 ([Table 3](#tbl3){ref-type="table"}), indicating that the mean differences were statistically significant at the 5% level.

A post hoc power analysis for the three main groups of readings gave the following minimum sample sizes required to achieve a power of 80%, 90%, and 98% at a significance level of 5%: TT--ET readings, 35, 46, and 70, respectively; TT--AT readings, 40, 53, and 80, respectively; ET--AT readings, 10, 13, and 18, respectively. On the basis of these results, we consider the sample sizes of 105 subjects for the TT--ET and TT--AT readings and 109 subjects for the ET--AT readings to be more than adequate.

The linear regression lines of the Bland--Altman plots of [Figure 3](#fig3){ref-type="fig"}, [Figure 4](#fig4){ref-type="fig"}, [Figure 5](#fig5){ref-type="fig"} exhibit gentle slopes of −0.258, −0.184, and +0.032°C/°C, respectively, and low correlation coefficients (*r*) of 0.309, 0.218, and 0.047, respectively. For Patient 88, the TT reading (36.7°C) for the third measurement was considerably lower than the corresponding AT (38.5°C) and ET (39.3°C) readings. We were unable to ascertain the cause of this outlier, which is evident in the Bland--Altman plots ([Figure 3](#fig3){ref-type="fig"}, [Figure 4](#fig4){ref-type="fig"}). For Patient 26, the AT reading (34.9°C) for the first measurement was significantly lower than the corresponding ET reading (36.9°C); this measurement had no corresponding TT reading because the ThermoSENSOR was not given sufficient time to warm up to body temperature ([Table 3](#tbl3){ref-type="table"}). We were also unable to ascertain the cause of this outlier ([Figure 5](#fig5){ref-type="fig"}).

The mean difference statistics and the proportion of differences for the TT--ET and TT--AT readings suggest that the temperatures recorded by the ThermoSENSOR were comparable to the ETs recorded by the Braun ThermoScan and the ATs recorded by the Terumo digital thermometer. We consider the mean differences of −0.23°C for the TT-ET readings and +0.21°C for the TT--AT readings to be clinically significant, so assessment of a patient\'s condition using ThermoSENSOR readings must take into account these differences.

Discussion
==========

The mean differences and standard deviations in this study are within ranges reported in other studies comparing readings at different sites ([@bib13], [@bib14], [@bib17], [@bib32]). In one review using data from 20 studies, the rectal temperatures were higher than ATs by 0.17°C ± 0.16°C for neonates and by 0.92°C ± 0.54°C for older children and young people ([@bib14]). In another review using data from 44 studies, ETs (measured in actual mode, as opposed to calibration mode) differed from rectal temperatures by +0.70°C ± 0.45°C for children ([@bib13]). In a study on 60 adults using invasive pulmonary artery temperature as the reference ([@bib32]), ETs differed by +0.36°C ± 0.56°C and ATs (measured using a digital thermometer) by −0.23°C ± 0.44°C, suggesting that the ETs differed from ATs by about +0.59°C ± 0.71°C ([@bib51]). In a study on 102 children, ETs (measured using a clinical ear thermometer) differed from ATs (measured using a mercury-in-glass thermometer) by +0.74°C ± 0.52°C ([@bib17]).

The results of this study and those of other studies ([@bib14], [@bib13], [@bib17], [@bib20], [@bib25], [@bib32], [@bib48], [@bib49]) affirm the phenomenon that body temperature varies with measurement site and measurement method. Because of this, the range of normal temperatures and that for fever thresholds must depend on the same. The definition of fever appears to be arbitrary, depending on the clinical setting and patient condition ([@bib1], [@bib12], [@bib11], [@bib26], [@bib28], [@bib40], [@bib46]). The [@bib1] defines fever as a rectal temperature higher than 38°C for children aged 1 day to 3 years presenting to the emergency department. The American College of Critical Care Medicine and the Infectious Diseases Society of America suggested that a core temperature of 38.3°C or higher should be considered a fever ([@bib40]) but noted at the same time that a variety of arbitrary definitions are acceptable, depending on the desired level of sensitivity in fever detection. The Infectious Diseases Society of America defines fever for neutropenic patients with cancer as a single oral temperature of 38.3°C or higher or a temperature 38°C or higher for 1 hour or longer ([@bib26]). At KK Women\'s and Children\'s Hospital, the fever threshold is 37.8°C for ET and 37.5°C for AT. Comprehensive ranges for normal body temperatures by site have been established ([@bib12], [@bib11]): axillary, 34.7°C to 37.3°C; oral, 35.5°C to 37.5°C; rectal, 36.6°C to 38.0°C; ear, 35.8°C to 38.0°C. Although the average ThermoSENSOR readings in this study lie between the corresponding average ear and axillary readings ([Table 2](#tbl2){ref-type="table"}), separate studies using a wider range of subjects and temperatures are required to establish the range of normal temperatures based on the sensor.

The negative slopes of the regression lines in the Bland--Altman plots ([Figure 3](#fig3){ref-type="fig"}, [Figure 4](#fig4){ref-type="fig"}) for the TT--ET and TT--AT readings (−0.258 and −0.184°C/°C, respectively) suggest that both the TT--ET and TT--AT differences might decrease with increasing temperature. This suggestion is also evident in the increasingly negative mean differences at higher reference temperatures ([Table 2](#tbl2){ref-type="table"}). However, this relationship is not conclusive because the correlation coefficients for the regression lines were rather low (0.309 for TT--ET readings and 0.218 for TT--AT readings). Further studies using more data in the higher and lower temperature ranges are required to characterize the relationship between difference and magnitude. For the TT--AT readings ([Figure 5](#fig5){ref-type="fig"}), the gentle slope (+0.032°C/°C) and low correlation (0.047) suggest that the ET--AT difference might be independent of magnitude, but this relationship needs to be confirmed by further studies.

For the outlier (low TT reading) for Patient 88 ([Figure 3](#fig3){ref-type="fig"}, [Figure 4](#fig4){ref-type="fig"}), we suspect that the attachment between the ThermoSENSOR and the skin was slightly loose at the time the ThermoSENSOR reading was taken. To minimize erroneous TT readings, it is important to keep the sensor in close contact against the skin at all times and provide sufficient time for the sensor to warm up to body temperature. For the outlier (low AT reading) for Patient 26 ([Figure 5](#fig5){ref-type="fig"}), we suspect that the Terumo thermometer might not have been properly placed in the axilla. In both cases, we did verify, however, that the inclusion of these outliers in the analysis did not affect the mean difference statistics to any significant extent.

This study was carried out in an air-conditioned environment in which the ambient temperature varied little (average of 23°C). As with most thermometers, ambient temperature can affect temperature measurement. We have, however, observed from laboratory tests that the sensor will give stable readings as long as it is properly attached to the skin, it is given sufficient time to warm up, and both the sensor and its surrounding region are not subjected to any localized heat or cold. When the ThermoSENSOR disc is in close contact with the skin, its sensing element, being at the center of the disc ([Figure 1](#fig1){ref-type="fig"}), is not directly exposed to ambient temperature but lies at the center of a relatively large region that is exposed to skin temperature. We believe this design helps to minimize the effect of ambient temperature. We recommend using the ThermoSENSOR within the specified ambient temperature range of 10°C to 50°C, which is easily met in a hospital environment. Although we have not specifically tested the effect of clothing covering the sensor on the accuracy of TT readings, we anticipate that any effect will be minimal. Further studies are, however, needed to characterize the effects of ambient temperature on ThermoSENSOR readings.

Several improvements can be considered for future studies. First, the protocol can be modified to allow for simultaneous or almost simultaneous measurement of all the temperatures, so as to minimize the effect of physiological variations. Because the ear thermometer takes only 3 to 7 seconds to complete a measurement whereas the axillary thermometer requires a much longer time of about 90 seconds, the AT could be taken first followed by the ET, and the time of completion of the AT measurement could be recorded and used later to identify the next ThermoSENSOR reading that is closest in time to this recorded time. We recognize that this revised procedure may not work out if the child refuses to have the ET taken immediately after the AT is taken, in which case the axillary measurement may have to be repeated. Second, the study can be improved by exercising better coordination to reduce the number of cases in which the sensor is not given sufficient time to warm up to body temperature, is inadvertently not attached to the patient, or is already removed before reference temperatures are taken ([Table 3](#tbl3){ref-type="table"}). Third, the study can be extended by evaluating the thermometer against other temperatures such as oral and rectal temperatures. Last but not least, the base of test subjects should be expanded to include more temperatures in the lower and higher ranges to better assess the ability of the ThermoSENSOR to measure a wide range of temperatures ([Table 1](#tbl1){ref-type="table"}). In addition, standardized protocols for evaluating clinical thermometers should be developed that stipulate, among other things, a minimum sample size based on sound statistical considerations, age groups, temperature ranges, the minimum percentage of readings in each range, the method of analysis, and accuracy criteria for clinical use. One such protocol is being developed by the International Organization for Standardization (ISO) as part of a comprehensive standard on the performance of clinical thermometers ([@bib27]). Standardized protocols, which have long been used for evaluation of blood pressure monitors ([@bib4], [@bib21], [@bib38], [@bib39]), not only help ensure that devices meet minimum performance standards but also facilitate comparison of one device with another.

Improvements can also be considered for the ThermoSENSOR and its application method. First, for babies aged between 6 months and 1 year, we found the sensor somewhat bulky because it covered a relatively large area of their small abdomen. This problem can be mitigated by using a sensor that is smaller and thinner. Second, for these babies, we also found that wet diapers tended to loosen the adhesive film dressing. This problem can perhaps be mitigated by using an adhesive dressing that provides stronger adhesion to the skin or by changing the adhesive dressing periodically. Third, we encountered toddlers who simply refused to have a foreign object pasted on their body. We anticipate that this kind of refusal is likely to happen in practice, especially for young children, but think that a smaller and thinner sensor that is also easier to attach to the skin may make it easier for a child to agree to using it. The manufacturer has been requested to consider such a design for young children.

Readings provided by the ThermoSENSOR are not pure skin temperature readings but are readings that have been calibrated to reflect core or body temperature. Studies have shown that skin temperature itself in general neither reflects nor correlates with body temperature ([@bib52], [@bib53]). Theoretically, any of several noninvasive methods of measuring body temperature could be used for wireless temperature monitoring, including the regular infrared ear thermometry ([@bib12], [@bib11]), infrared ear thermometry using the arterial heat balance method ([@bib34], [@bib43]), infrared skin-contact thermometry at the temporal artery using the arterial heat balance method ([@bib24], [@bib30], [@bib29], [@bib45]), other types of skin-contact thermometry ([@bib52], [@bib53]), and non-skin-contact infrared thermometry ([@bib16], [@bib41]). However, skin-based thermometry appears to be more suited for wireless monitoring because the human body has a large skin surface, and more options are available for selecting an area that would make the sensor easier to install, less obtrusive, and more aesthetically appealing.

Advances in wireless technologies have made possible a wide range of applications in physiological monitoring ([@bib9], [@bib15], [@bib23]). The ThermoSENSOR, when used with the associated application software, enables nurses and clinicians to view patients\' readings and receive alerts for abnormal readings not only from computers at nursing stations but also from portable wireless devices that are connected to the hospital\'s LAN, as well as from mobile telecommunication devices if the server is configured to communicate with such devices ([Figure 2](#fig2){ref-type="fig"}). Because of its use of RFID technology, the ThermoSENSOR also functions as a location sensor, which can be used for contact tracing during outbreaks of contagious diseases such as severe acute respiratory syndrome and influenza ([@bib19], [@bib31]). In addition, the ThermoSENSOR can potentially be used in nonclinical settings that require a person\'s temperature and location to be tracked in an ambulatory manner, such as at home, in a nursing home, or in the workplace.

Notwithstanding its advantages, wireless physiological monitoring requires several technical considerations. First, wireless devices are subject to loss of signals caused by distance and physical obstructions between the sensor and the receiver ([@bib36]). In this study, the sensor was transmitting a reading every 30 seconds on average, so the first TT reading after the recorded measurement start time should have always occurred within the first minute. As the results show ([Results](#sec1){ref-type="sec"} section and [Table 3](#tbl3){ref-type="table"}), this did not always happen. This signal reception problem can be mitigated by installing more receivers distributed in the vicinity of the patients. Second, wireless devices are also subject to loss of signals caused by electromagnetic interference from electromagnetic signals emitted by other devices in the neighborhood if the emitted signals include the radio frequencies used by the wireless devices ([@bib2], [@bib5]). Last but not least, signals emitted by wireless devices can potentially interfere with the normal functions of other devices in the neighborhood if these other devices share the same frequencies as those of the wireless devices ([@bib5], [@bib54]). For this reason, the ThermoSENSOR is not recommended for use on patients with an implanted cardiac device such as a pacemaker or an internal cardioverter-defibrillator ([@bib18], [@bib50], [@bib57]). Because of all these technical characteristics, installation of the ThermoSENSOR system or any other wireless physiological monitoring system in any location must take into consideration the physical structures of the location and the electromagnetic compatibility characteristics of other devices---wireless and nonwireless---that are used or will be used in and around the location. With proper site survey, planning, and system design and installation, the undesirable effects of these technical characteristics can be mitigated, and the benefits of a wireless monitoring system will outweigh the costs of setting up and running the system.
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